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| INTRODUCTION
Stereotactic radiosurgery (SRS) has become a popular tool to treat intracranial brain metastases due to durable local control, convenience for the patients, and the possibility of reduced cognitive impairment vs whole brain radiotherapy. 1, 2 One of the main technical recommendations for SRS is that patients can be localized to <1 mm during treatment. 3 Accurate localization is accomplished with a combination of immobilization devices to limit patient movement and imaging to drive the patient to the correct position.
Intracranial SRS immobilization has typically been achieved with invasive head frames or thermoplastic masks. Both head frames 4 and masks 5 have been shown to limit intrafraction motion to about 1 mm. Localization during treatment to <1 mm has been achieved using immobilization devices with stereotactic coordinate systems and/or radiographic imaging.
Masks and radiographic imaging are a common localization method for linear accelerator (linac) based SRS. In many cases linac SRS will use multiple couch positions to create desirable dose distributions. Imaging systems native to conventional C-arm linacs have limited ability to acquire orthogonal images at nonzero couch angles due to collisions with the patient/couch. Room mounted orthogonal x-ray systems have been developed to enable intrafraction imaging at nonzero couch positions. These systems are considered independent of the linac. One such system is ExacTrac (ET) (BrainLAB AG, Feldkirchen, Germany).
Briefly, ET consists of two x-ray tubes recessed in the floor and corresponding image receptors mounted on the ceiling that allow for nearly orthogonal images to be acquired at all couch positions. A 2D-3D image registration is used to determine translations and rotations to align the patient with the reference image set. A typical workflow with ET has the patient initially positioned and verified with ET at zero couch position, this process is then repeated each time the couch is moved. 6, 7 While ET has a proven clinical utility it does have some limitations, chiefly the (a) inability to provide real time patient monitoring, (b) imaging radiation dose, and (c) time required to review the image registrations. Non-ionizing surface imaging (SI) is an alternative to radiographic imaging that does not have the limitations described above.
The AlignRT (ART) (Vision RT, London, UK) SI system consists of three ceiling mounted pods, each containing two cameras, that are used to generate a 3D surface at a rate of 2-6 frames/s. The camera generated surface is compared to a reference surface created based on contours from the patient's treatment plan or a surface from a prior ART image. 
| MATERIALS AND METHODS
An ET dual generator system version 6.2.0 and an ART system version 5.0.1749 that underwent ACO calibration were evaluated in this study.
An anthropomorphic head phantom with multiple 3 mm diameter titanium spherical fiducial markers was scanned in three different The intracranial SRS site was used in ART for each plan, with a region of interest (ROI) that extended from the supraorbital ridge to the inferior edge of the nose in the superior-inferior dimension and to the midpoints between the eyes and the ears in the lateral dimension ( Fig. 1 ). This ROI was selected because it was felt to be the smallest ROI that would be used in a clinical setting. In ET, the midlevel intracranial settings (80 kV, 6.3 mA) were selected.
All measurements were made on a Varian TrueBeam STx (TB) C-arm linac. For each isocenter the phantom was initially setup at couch = 0°using ET with residual shifts <0.5 mm and 0.5°. The residual ET shifts were recorded. At this point a new ART reference surface was acquired. Then an orthogonal image pair (anterior-posterior 2.5 MV image, lateral variable energy KV image) was acquired using the TB on-board imaging system. The ART cameras were on for >15 min prior to testing to allow for thermal stabilization.
At ±45°and ±90°couch positions ET images and orthogonal TB images were acquired. The ART system was left running the entire time with the real time shifts recorded in a text file. Note, the phantom was setup such that the TB imaging arms could be extended at all couch positions without moving the gantry or phantom (Fig. 1) .
Offline, the residual ET shifts at couch = 0°were subtracted from the ET shifts at each couch position to get ET displacements. The ART shifts at each couch angle were extracted from the text file The equivalence of the ART and ET shifts were compared to each other and to the TB shifts as a function of couch position, isocenter position, and phantom orientation using two sample Kolmogorov-Smirnov (KS) tests.
| RESULTS
The TB measurements will be considered the "ground truth" in the The ART shifts were collected continuously for each isocenter position. Figure 2 shows the magnitude of the displacement vector at one position. The steps in the plot represent couch movement. In between each step the TB KV image panels were extended and retracted to acquire images, partially blocking the lateral cameras when extended (Fig. 1) . The shifts were recorded the entire time between steps, i.e., with image panels extended and retracted. The The KS tests showed that the ART and ET displacements were equivalent (P = 0.46) and the ART-TB and ET-TB displacements were equivalent (P = 0.60).
Translations and rotations for all positions are shown as functions of phantom orientation, isocenter, and couch position in Table 1 . The displacement magnitudes as functions of phantom orientation, isocenter, and couch position are plotted in Fig. 4 . The KS tests showed that all groupings of the displacement magnitudes for ET-TB and ART-TB are similar (P >= 0.10) except for the phantom chin-up orientation (P = 0.01).
| DISCUSSION
The TB displacement magnitudes from couch walkout ranged from 0.1 to 1.1 mm, with the largest displacements at −90°couch position.
These measurements are in good agreement with more than 5 yr of Winston-Lutz measurements on this machine that show up to 0.9 mm displacement at −90°couch position. These results are also in good agreement with a multi-institution Winston-Lutz study that showed 0.5-0.7 mm isocenter displacement over five TB's. 13 The TB measurements appear to be a reasonable ground truth for comparisons.
The ET displacement vector magnitudes showed an average difference of 0. | 141 accuracy to range from 0.6 to 1.25 mm for measurements at 0°c ouch with up to 4°of phantom rotation.
14-16 Feygelman et al. Up to this time, the use of ART to guide SRS localization without intrafraction radiographic images has been limited due to minimal data evaluating the system's stability and accuracy at nonzero couch angles. Mancosu et al. 18 showed that ART was able to track known phantom displacements up to 3 cm with submillimeter accuracy at 0°, 45°, and 90°couch. However, they examined shifts at each couch position independently and did not include the impact of couch rotation. Cervino's and Peng's work reported that ART positional accuracy was worst at the ±90°couch angles. However, no attempt has been made to systematically study the impact of rotation on ART and to place it in context with current technologies.
We found that ART and ET showed comparable positional accuracy at all couch angles, and that both systems showed decreasing accuracy with increasing couch angle. This indicates that misalignment of the ET and ART isocenters with the couch rotation center is likely a driving factor in decreased accuracy at nonzero couch angles. The displacement of a point after rotation due to isocenter misalignment is given by: The stability or noise of an imaging system is an important factor for treatments with tight tolerances. As the SD becomes >0.3 mm the chance that a measurement of patient in the correct position will lead to a result >1.0 mm greatly increases (i.e., a 1.0 mm result falls within 3 SD for a measurement with a mean value of 0 mm). Mancosu et al. 18 reported SD up to 0.8 mm when measurements were made with at gantry = 45°and couch = 0°. Peng et al. showed that blocking a camera POD resulted in ART shift changes up to 0.4 mm.
In this work, we found a mean ART SD of 0.06 mm (maximum of 0.16 mm), which included measurements with both TB imaging arms extended partially blocking the lateral cameras. In the worst case, camera blockage changed the ART shifts < 0.2 mm. Partial blockage of 2 pods is not identical to complete blockage of a single pod as in the other works, however, it reduces the ROI area available to the system and seems to indicate improved noise and stability after ACO calibration. that ET positional accuracy is dependent on x-ray energy, which affects boney anatomy contrast. 19 Only a single energy was used in this work.
| CONCLUSIONS
Based purely on phantom measurements the current ART hardware
with ACO calibration appears to be suitable for intrafraction SRS localization. It offers real time monitoring with accuracy comparable to ET based on phantom measurements. Isocenter calibration appears to be the driving factor for the accuracy of both systems, as such it should be an important consideration in SRS imaging. Variation in patient anatomy and orientation, along with motion of the brain relative to either the skull or the skin surface are important considerations in SRS imaging that cannot be tested in phantom.
Next steps are to continue the ET to ART comparison in a prospective clinical trial to further explore these questions.
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